[Frostbite due to accidental fall of a portable liquid oxygen device--report of a case].
We experienced a case of frostbite due to the accidental fall of a portable liquid oxygen device. We think this accident occurred because medical staff have little understanding of an oxygen device. We must use medical instruments safety.